MANUAL ON
THE USE OF
THERMOCOUPLES
IN
TEMPERATURE
MEASUREMENT

ASTM
STP 470
AMERICAN SOCIETY FOR TESTING AND MATERIALS
NOTE

The Society is not responsible, as a body, for the statements and opinions advanced in this publication.
Foreword

The Manual on the Use of Thermocouples in Temperature Measurements was sponsored and compiled by Committee E-20 on Temperature Measurement and Subcommittee IV on Thermocouples of the American Society for Testing and Materials. The editorial work was co-ordinated by R. P. Benedict, Westinghouse Electric Corp.
Related
ASTM PUBLICATIONS

Thermal Conductivity Measurements of Insulating Materials at Cryogenic Temperatures,
STP 411 (1967), $9.50
Acknowledgments

Editors for this Manual

R. P. Benedict (chairman), Westinghouse Electric Corp.
E. L. Lewis (secretary), Naval Ship Engineering Center, Philadelphia Div.
R. S. Flemons, Canadian General Electric Co., Ltd.
H. J. Greenberg, Engelhard Minerals and Chemical Corp.
J. L. Howard, The Boeing Co.
A. J. Otter, Atomic Energy of Canada, Ltd.
J. D. Sine, Honeywell, Inc.
R. C. Stroud, Leeds and Northrup Co.

Officers of Committee E-20

R. D. Thompson (chairman), Taylor Instrument Div., Sybron Corp.
D. I. Finch (vice chairman), Leeds and Northrup Co.
H. J. Greenberg (secretary), Engelhard Minerals and Chemical Corp.
R. F. Abrahamsen (membership), Combustion Engineering, Inc.

Officers of Subcommittee IV

D. I. Finch (chairman), Leeds and Northrup Co.
E. D. Zysk (secretary), Engelhard Minerals and Chemical Corp.
A. J. Gottlieb (membership), Wilbur B. Driver Co.
Those Primarily Responsible for Individual Sections of the Manual

Introduction—J. L. Howard, The Boeing Co.
Common Thermocouples—J. D. Sine, Honeywell, Inc.
Nonstandard Thermocouples—H. W. Deem, Battelle Memorial Institute, J. A. Bard, Matthey Bishop, Inc.
Compatibility—D. L. Clark, Oak Ridge National Laboratory, J. L. Howard, The Boeing Co.
Fabrication—H. J. Greenberg, Engelhard Minerals and Chemical Co.
Sheathed Thermocouples—J. C. Faul, American Standard Aero Research Instrument Department
Reference Junctions—R. S. Flemons, Canadian General Electric Co., Ltd.
Single Element Calibration—C. L. Guettel, Driver-Harris Co.
Reference Tables—J. D. Sine, Honeywell, Inc.
Cryogenics—R. L. Powell, National Bureau of Standards, Boulder

In addition to those listed, many other members of Committee E-20 have made substantial contributions to this manual as authors and reviewers. Their help is gratefully acknowledged.